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Har,’ey Stern, M.D.
Director, Dept. of Radiology
Bronx Lebanon Hospital Center
1650 Grand Concourse
Bronx, hTew York 10457

Dear Dr. Stem:

L-- ~ 1999, your facility was inspected by aWe are writing to }CX because on Septern... ., .
represe=?zti~e of the ATewYork City Bureau of Radiological Health, acting on behalf of the Food
and Drug Administration (FDA)., This inspection revealed serious regulatory problems in~’olving
the mammography at your faciIity.

Under a United StateS’ Federal law, the Mammography QuaIity Standards Act of 1992, your
facility must-meet specific requirements for mammography. These requirements help protect the
health of women by assuring that a facility can perform quality mammography. The inspection
reveaIed the following repeat Level 2 findings at your facility:

1. The interpreting physician, “ , did not meet the continuing expen”ence
requirement of having read or interpreted 960pafi”ent exarninan”onsin a 24 monlh period

2. As an intequretz”ngphysician,
_f

also ai[ed to meet the con fi”nuingexperience
requirement stated above

The specl~; problems noted abov~ appeared on your MQSA Facility Inspection Report which
was issued to your facility at the close of the inspection. These prcb!ems are identified as repeat

Le\el 2 because they identifi a failure to meet a significant 3fQS}. --;’ ‘:’ement and indicate
ftilure by your facility to implement pe~anent correction of problems found during your previous
inspection.
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We note you responded last year that >OUha,d adjusted the schedule of interpretation to ensure
that both-and _\vould meet the required number of examinations. Your letter also
appears to contain an error in listing the number of required examinations as 460 rather than 960.

Because the<c ccnc!itions maybe symptomatic of serious underlying prob!ems that could
compromise the quality of m=nmography at >our faci!ity, they represent a violation of the Ia\v
which may result in FDA takicg regulato~ Zction without fbrther riotice to you. These actions
include, but are not limited to, placing your faci!ity under a Directed Plan of Correction, charging
your facility for the cost of on-site monitoring, zssess:n- -;I,:! -A-.., ~~~ s..., ..4WL.-J=Una!ties up to S10,000 for
each failure to substantially comply l~ith, or each day of failure to substantially comply with,
MQSA standards, suspension or revocation of your facility’s FDA certificate, or obtaining a court
injunction a~ainst further mammography.

It isnecessary for you to act on this matter immediately. Plezse explain to this office in writing
~vitfin fifieen (15) working days from the date you recei~’e this letter:

● the specific steps you ha~>etaken to correct. the \_iolation noted in this letter, and
● each step your facility is taking to prevent the recurrence of similar violations.

Please submit your response to the attention of Lillian C. .4\.eta, Compliance Officer,
and Drug Administration, 850 Third Avenue, Brooklyn, New York 11232, Tel. (71 8)
ext. 5142.

U.S. Food
340-7000,

Finally, you should understand there are many FDA requirements pertaining to mammography.
This letter pertains only to findings of our inspection and does not necessarily address other
obligations you have under the law. You may obtain general information about all of FDA’s
requirements for mammography facilities by contacting the Mammography Quality Assurance
Progr~ Food and Dmg Administration, P.O. Box 6057, Columbia, Mqfand 21045-6057
(1-800-838-771 5), or through the Internet at http: //\\~v~v.fda.eov.

If you have any questions about mammography facility requirements in general, please feel free to
contact lMurray L. Kurzman, Radiation Programs .Manager, at (5 16) 921-2035.


